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The development and characterization of a new instrument for solid sampling which couples
IR laser desorption followed by UV laser photo-ionization and analysis using an ion trap mass
spectrometer has been investigated. For calibration, a new type of solid sample preparation
involving activated charcoal as the solid substrate was used. This solid sample provided a
steady signal for several thousand laser shots, which allowed optimization of the experimental
procedure. It was found that both the IR and UV intensity and the delay between them play
an important role in both the magnitude and type of signals observed. A method of gas phase
accumulation with multiple laser shots was examined. Finally, this technique was demon-
strated to be effective in providing direct qualitative information for N.I.S.T. SRM 1944 river
sediment sample with no sample pre-treatment. (J Am Soc Mass Spectrom 2003, 14, 562–570)
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Ion trap mass spectrometers are one of the mostcommon and powerful mass analyzers in use be-cause they have a relatively high scan speed, are
sensitive, and are inherently capable of performing MSn
experiments [1–3]. Also, ion traps are well suited for
pulsed laser experiments such as MALDI because, as is
the case with time-of-flight (TOF) instruments, a mass
spectrum of the entire sample can be obtained from a
single laser shot. However, ion traps suffer from two
disadvantages that limit their potential effectiveness.
First, the total number of ions that may be trapped
simultaneously can be limited by space charge. This
phenomenon, caused by coulombic repulsion of simi-
larly charged ions, results in peak broadening and mass
shifts in the spectrum. The second limitation concerns
the trapping efficiency of externally introduced ions.
Externally introduced ions must penetrate an alternat-
ing electric field and then undergo sufficient collisions
with the background buffer gas in order to be cooled
and efficiently trapped. The trapping efficiency of ex-
ternally created ions depends on a variety of factors
including; the initial kinetic energy of the injected ions,
the phase angle of the radio frequency (RF) field at the
time at which the ions enter the trap, and the amplitude
of the RF voltage (qz) [4]. A variety of theoretical studies
have suggested that the trapping efficiency of externally
injected ions is anywhere between 5% [5] for normal RF
power supplies to 100% [6] for fast switching, sudden
onset, RF power supplies. Using the two-laser sam-
pling/ionization approach described in this paper,
these two effects are minimized because analyte ions
are formed selectively at the center of the trap. In
addition, the two-laser sampling approach is inherently
an excellent method for the direct analysis of solid
samples and extends the already wide capabilities of
the ion trap.
The two-laser method for solid sampling has been
known for some time. It was first developed for mass
spectrometry of involatile and/or thermally labile or-
ganics in the mid-1980s [7–9]. Since that time it has been
further developed and used for a variety of solid
samples including polymers [10], soot and coal tar [11],
dyes [12], and molecular adsorbates [13]. Two-laser
mass spectrometry, as it has been previously applied, is
a three-step process. The first step involves using a
pulsed IR laser (typically a CO2 laser) for thermal
desorption of the sample. If the wavelength and power
density are chosen correctly (typically around 106
W/cm2) thermal desorption will produce a plume of
intact neutrals with very little ionization or sample
decomposition [14]. The second step in this process
involves the use of a pulsed UV laser (typically a
Nd:YAG laser), to ionize the analyte present in the
neutral desorbate plume. Again, if the wavelength and
power are chosen correctly, the ionization process can
be extremely gentle and produce mainly intact molec-
ular ions [15]. Finally, in virtually every reported exam-
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ple of the use of this technique, the ions are detected
using a time of flight mass spectrometer [8, 12, 16]. It is
in the temporal and spatial separation of the desorption
and ionization processes where the advantages of the
technique are gained. The separation allows an inde-
pendent optimization of both steps thus making the
process extremely gentle and sensitive.
The mode of ionization in almost every two-laser
experiment involves resonance enhanced multiphoton
ionization (REMPI). The ionization potential for many
organics is on the order of 7–13 eV, therefore, single
photon ionization would require a wavelength in the
vacuum UV. In contrast, for the REMPI experiment,
ionization relies on the molecule absorbing two pho-
tons. This mode of operation provides a high level of
selectivity in the ionization process because the ioniza-
tion efficiency is dramatically improved if the wave-
length of the laser matches an electronic transition in
the molecule. An improved ionization efficiency results
because a real electronic excited state will persist longer
than a “non-real” virtual excited state. This longer-lived
excited state will therefore have a higher probability of
absorbing a second photon to induce ionization. The
optical selectivity afforded by this process can therefore
allow preferential ionization of analyte molecules over
matrix species that do not have an electronic absorption
at the REMPI wavelength. This result is critical if one
hopes to achieve good sensitivity in the presence of real
matrix. The two-laser technique has been shown to have
very low detection levels; for example, attomolar detec-
tion limits have been published for the analysis of
aniline adsorbed on silica [17]. Finally, because the
second photon often induces ionization with little ex-
cess energy, a relatively small amount of molecular
fragmentation will result compared to a direct laser
desorption experiment, thus simplifying the spectra.
There are several advantages associated with the
two-laser method over more traditional laser desorp-
tion techniques for use with an ion trap. The selectivity
of the ionization step can allow one to directly assay
real samples, minimizing concern that the background
matrix would induce space charge problems because
only molecules of interest are ionized. Secondly, the
possibility exists of using stored waveform inverse
fourier transform (SWIFT) ion isolation coupled with
multiple laser shots in order to sample the result of
several desorption/ionization steps, resulting in in-
creased sensitivity. Perhaps the greatest advantage,
however, is realized when one considers that the ion-
ization step can take place in the center of the ion trap,
where trapping efficiency is highest. This should, in
theory, allow a greater level of sensitivity when com-
pared with a MALDI experiment in which externally
generated ions are injected. Hanley and co-workers
have already published one example of performing
two-laser MS in an ion trap [13, 18]. Hanley’s work
differs from that presented here in both purpose and
methods; the goal of his group’s work was focused on
surface analysis, while this work was done with the
intent of assaying the content of “real” samples directly.
Consequently, the geometry, design, and implementa-
tion of the two instruments are somewhat different.
The model compounds chosen to investigate the
feasibility of this methodology are a group of polycyclic
aromatic hydrocarbons (PAHs). The PAHs represent a
large family of molecules which are produced via both
natural and anthropogenic processes and are found
ubiquitously throughout the environment [19,20]. Cur-
rently there are several methods available for the anal-
ysis of PAHs in solid matrices. Usually these methods
involve some form of extraction from the matrix, typi-
cally using a Soxhlet Extractor, followed by separation
via chromatography [usually gas chromatography
(GC)] followed by detection using mass spectrometry
MS [21,22]. Other separation and detection techniques
have been suggested, but none have reached the level of
routine analysis [23–25]. Another important consider-
ation in the field of PAH analyses of environmental
samples is the issue of sample preparation. Typically,
most forms of PAH analysis require that the samples
are cleaned and the PAHs removed from the solid
matrix. This process is neither inexpensive nor fast, and
certainly not trivial because one solid sample often
contains PAHs in a variety of physico-chemical states
[26]. Once the PAHs have been extracted from their
native matrix, the analyst must also be concerned with
issues of solubility, storage, biotransformation, and
photo-degradation. As a solution to this persistent
problem, several groups have attempted direct analysis
on the solid matrix. Some of the more successful appli-
cations include secondary ion mass spectrometry
(SIMS) [27], fast atom bombardment (FAB) [28], and
laser desorption (LD) [29]. These techniques, however,
are often non-selective in nature and produce complex
mass spectra with a variety of peaks resulting from
molecular fragmentation of both the analyte and the
matrix.
Two-laser mass spectrometry has been applied to
PAH analysis successfully by several groups [30, 31].
These groups have performed PAH analysis in both
artificial [32] and natural matrices [11, 30]. Perhaps the
best-known example of this technique was the exami-
nation of Martian meteorites [33, 34]. It should be noted
that in all of these examples, the mode of mass spectro-
metry used was always a time-of-flight. While a TOF is
very useful when used in a two-laser experiment, it is
not capable of MSn—a feature which may prove useful
for obtaining structural and possibly isomeric informa-
tion.
This paper describes the use of two-laser sampling
directly within the volume of an ion trap. A set of solid
PAH standards were made in order to characterize the
instrument and find the optimum conditions for oper-
ation. The effect of several parameters on the mass
spectrum acquired were examined including the energy
of both the IR and UV lasers, the effect of sample
concentration on signal, and the delay time between
laser shots. The functionality of the ion trap was dem-
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onstrated by allowing the selective accumulation of one
analyte over several laser shots. Finally, as a demon-
stration of the technique’s applicability to real samples,
a standard reference solid sample containing known
PAHs was analyzed.
Experimental
A diagram of the instrument is shown in Figure 1. The
physical ion trap manifold shown was described previ-
ously [35], however, extensive modifications have been
made to the control and acquisition systems. The ion-
trap electrodes were home built in the U.B.C. mechan-
ical shop and are of the “ideal quadrupole geometry”
(i.e., not stretched) and are enclosed in a vacuum
manifold. The vacuum manifold was specifically de-
signed with optical experiments in mind. It has four
optical ports located in-line with the asymptotes of the
ion trap. This allowed two direct lines of sight diago-
nally through the ion trap, between the endcaps and the
ring electrode. A fifth optical port was placed in-line
with the center of the ring electrode. This allowed
optical access to two 2.5 mm holes drilled into the ring
electrode opposite each other. Opposite this fifth optical
port was a vacuum interlock which was custom-built to
allow a sample probe to be inserted into the ion trap
flush with the inside of the ring electrode without the
need to break the vacuum.
For sample desorption, a Nd:YAG laser (DCR-2A,
Spectra Physics Lasers, Mountain View, CA) operating
at 1064 nm, with a pulse width of 10 ns, was used. This
laser was directed, unfocused, into the ion trap with
two quartz prisms (Melles Griot, Rochester, NY) and
the energy of the laser was significantly reduced by a
series of quartz beam diffusers. This was necessary
because the minimum energy for reliable lasing was far
greater than that required for desorption. The average
laser power measured in the trap at the probe surface
was typically 105 W/cm2. Since the beam diameter was
much larger than the 2.5mm aperture in the electrodes,
it was the aperture size that was used to calculate the
power/area ratio. For photo-ionization, a second Nd:
YAG laser (Lumonics HY400, 10 ns pulses), frequency
quadrupled to provide output at 266 nm, was directed
through one of the optical ports along the diagonal
between the endcaps and the ring electrode. The laser
passed through the center of the ion trap after being
slightly focused by a 1000 mm bi-convex lens (Melles
Griot). Typical energy levels for the UV laser were on
the order to 40 J/pulse.
In-house written programs operating on a 350 MHz
Pentium II computer were used to control the timing
and data acquisition for the experiment. Instrument
control and data acquisition software was written in the
LabView (National Instruments, Austin, TX) program-
ming environment. The digital-to-analog (DAC) and
the analog-to-digital (ADC) conversion took place on a
PCI board that was also capable of accepting and
producing a variety of digital pulses (PCI-MIO-16XE-
10, National Instruments). A GPIB interface board, the
use of which will be described later, (AT-GPIB/TNT
National Instruments) was also used. An Extranuclear
Laboratories Inc. (Pittsburgh, PA) RF quadrupole
power supply (Model 001-1), modified for operation
from 0.6 to 3.0 MHz, was used. Capacitance matching
was achieved using a High-Q Head (Model number
012-16), also from Extranuclear Laboratories. The max-
imum RF output was approximately 3000 V (zero to
peak), and the frequency was fixed at 0.967 MHz.
Following sample desorption and ionization, a 50–1000
ms cooling period using He buffer gas, at a constant RF,
was used. After the cooling period, a single frequency
waveform was applied to one electrode with a Stanford
Research Systems (Palo Alto, CA, model SRS DS345)
function generator. Synchronized with this waveform,
the RF potential was ramped to generate a mass spec-
trum of the ions using the resonance ejection mode of
operation. The ejected ions were detected using an ETP
(Sydney, Australia) model AF138 electron multiplier
held at 1.7 kV. The signal from the detector was
amplified with a gain of 107 V/A using a Kiethly
(Cleveland, OH) model 428 current amplifier. The ADC
on the PCI board then sampled this amplified signal.
A second computer was installed in this system to
allow for SWIFT waveforms to be applied to the end
caps. This process allowed the selective ejection of ions
with motion at the applied frequency. This system was
based on a PCI-321 arbitrary function generator (PCI
Instruments Inc., Akron, OH) card onto which the
calculated waveform was loaded. A second computer
was used because the large processing overhead re-
quired for the SWIFT calculations would slow down the
primary computer.
The electronic systems required to provide precise
timing for the two lasers, the DAC/ADC and the RF
power supply were designed and constructed at U.B.C.
by the electronic services group and the authors. The
Nd:YAG lasers were designed to operate at 10 Hz,
Figure 1. IR laser desorption, UV laser photoionization instru-
ment at U.B.C.
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however the ion trap electronics could be run only at a
maximum of 1 Hz. To compensate for this frequency
mismatch, a user built protocol was required. In the
simplest case, the flash lamps for both Nd:YAG lasers
were linked and allowed to fire at the DCR-2A internal
clock rate of 10 Hz. This pulse train was monitored with
a “trigger monitor”. When a laser pulse was required, a
TTL pulse from a Stanford Research Systems (Palo Alto
CA, model SRS DG535) digital delay generator sent an
“enable” pulse to the “trigger monitor”, which when
enabled allowed, on receipt of the next flash lamp pulse,
a pulse to be fed into a second digital delay generator
(model 400, Berkeley Nucleonics Corp., San Rafael, CA)
which triggered the Q-switches at two separate pro-
grammable delays for each laser. This produced a very
stable and reliable delay between the firing of the two
lasers. The typical delay between the IR and UV laser
pulse was user set to 30 s, but with some small
modifications to the timing system, the laser delay for
UV could easily be varied between 10 to 400 s with
respect to the IR laser pulse. The jitter in the laser delay
was less than 1 s. A second advantage of running the
lasers this way is that the energy produced by the lasers
is much more stable with a constant flashlamp rate
compared to random laser firings. The added stability
occurs because the Nd:YAG rod temperature plays a
role in the beam quality and power output and with a
steady rate of flashlamp firing a steadier rod tempera-
ture can be maintained thus allowing a smaller shot to
shot energy fluctuation.
While the typical power densities and time delays for
the lasers were listed above, it should be mentioned that
the exact power outputs and the exact time delays were
known for each mass scan. This was made possible by
installing two fast photodiodes (Melles Griot) each of
which was able to detect the arrival of one of the laser
pulses. The photodiodes were connected to a 400 MHz
digital oscilloscope (model TDS 380, Tektronix, Wilson-
ville, OR) that recorded both the intensity of the lasers
and the time delay between shots. The oscilloscope then
reported these results through the GPIB interface to the
computer. In this way, information about the laser
intensity and the laser delays could be bundled with the
mass spectral data for each mass scan for subsequent
signal processing.
The eventual goal of this research was to evaluate
this system for its potential to assay real environmental
solid samples, for example soil and sediments, how-
ever, before this could be done, a reliable method of
preparing standards was required. The technique for
“standard” sample preparation, which was eventually
used, is similar to that used by De Vries [36], involved
activated charcoal as a solid substrate on which poly-
cyclic aromatic hydrocarbons were adsorbed. These
solid standards were made by first preparing a variety
of standard solutions of the PAHs in hexane (HPLC
grade). All compounds were acquired from Sigma-
Aldrich, (Milwaukee, WI) and were used as received.
The six PAHs used in this study were: acenaphthene
(mass 154 Da), phenanthrene (178 Da), pyrene (202Da),
chrysene (228 Da), benzo(a)pyrene (252 Da), and coro-
nene (300 Da). These solutions were then pipetted onto
previously weighed amounts of the activated charcoal.
The charcoal/hexane slurries were then sonicated for 30
min and left overnight for the hexane to evaporate,
leaving the PAHs adsorbed onto the activated charcoal.
Small amounts, on the order of 1 g, of the “standard
solid samples” were then placed in a small sampling
cup (dimensions 1.5 mm diameter and 0.8 mm depth)
and mechanically pressed (using a custom-built press,
Chemistry Department Mechanical Shop, U.B.C.) into
place. The press was designed with mechanical stops
that defined the sample press depth thus producing
sample pucks which were all of identical physical
dimensions (0.4mm thick samples). The pressure re-
quired to press the charcoal sample was less than 100
PSI. In addition to an extensive range of standard
samples which were tested, a standard reference mate-
rial (SRM 1944, New York-New Jersey Water Way
sediment, U.S. Department of Commerce National In-
stitute of Standards and Technology, Gaithersburg,
Maryland), certified to contain a variety of PAHs was
also examined.
Results and Discussion
Standard Sample Characterization
Several hundred different charcoal/PAH standards
were examined using the sample preparation procedure
described above. A typical example of the mass spec-
trum obtained for one of these samples, containing five
PAHs at concentrations of approximately 25mole
PAH/gram of charcoal is shown in Figure 2. Note that
the spectrum is relatively “clean” in that it shows very
few peaks other than for the five PAHs. It should also
be noted that very little fragmentation was observed in
any of the trials performed. This result is consistent
with those seen previously in the literature for both
PAHs [11, 30–32] and other large molecules [9, 12, 18,
37] with the two-laser set-up.
Figure 2. Two-laser mass spectrum of 5 PAHs (acenaphthene-
154 Da, phenanthrene-178 Da, pyrene-202 Da, chrysene-228 Da,
benzo(a)pyrene-252 Da) adsorbed on activated charcoal in the
concentration range of 25 moles of PAH/gram of charcoal.
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In order to determine the reproducibility of the
standard samples, several trials were preformed in
which one standard was exposed to several thousand
laser shots; the result is provided in Figure 3 which is a
plot of the magnitude (integrated pyrene peak areas) of
the pyrene signal as a function of the number of laser
shots for a sample containing 10 mol pyrene/gram
charcoal. Each point on the graph represents the inte-
grated peak area averaged over one hundred laser
cycles/mass spectra. The data in Figure 3 indicate that
there are likely two types of pyrene environments in the
charcoal sample. For one adsorption site, the pyrene is
weakly bound and it is desorption from this site that is
primarily responsible for the pyrene signal during the
first 500 laser shots. For the other type of adsorption site
pyrene is bound more strongly and produces the rela-
tively constant signal observed in the later tens of
thousands of mass spectra. For the latter, the result that
the pyrene signal is relatively stable for several thou-
sand laser shots is practically useful, because it provides
a stable source of analyte such that instrumental param-
eters and operating conditions can be optimized.
It is well known that the magnitude of the IR power
plays an important role in the desorption process [14,
38, 39], therefore the effect of IR intensity on the PAH
signals was investigated. An example of this experi-
ment is shown in Figure 4 for the case of phenanthrene
(integrated peak areas) at a concentration of 10 mol
phenanthrene/gram of charcoal. Figure 4 shows an
experiment where, like above, a sample was exposed to
several thousand laser shots. For the first 2500 shots (IR
laser power approximately 1.2  105 W/cm2) the signal
is observed to decrease and level off as before. At this
point, the IR laser intensity was increased by 33%
(approximately 1.6  105 W/cm2 laser power). As a
result of this increase in IR power the phenanthrene
signal increased sharply, and then began a downward
trend as before. The same phenomenon was observed a
third time when the laser power was increased yet
again by 80% compared to the original (approximately
2.2  105 W/cm2 laser power). These observations are
consistent with bulk laser sampling theory [40–42].
Briefly, in order for a PAH to be desorbed from the
surface of a bulk solid, the temperature must increase
enough to make the process statistically probable. Dur-
ing the course of a 10 ns laser pulse, the laser induces
very rapid heating in the solid. The rate of heating as
well as the temporal and spatial properties of the
temperature in a solid are affected by a number of
factors including; the absorption coefficient of the ma-
terial at that laser wavelength, the thermal conductivity
of the sample, and the specific heat capacity of the
material [14, 39]. Several excellent treatments of this
heating phenomena [42–46] show that typically, the
bulk sample will rise to a temperature that makes the
desorption probable for only a few tens of nanoseconds
during and after the laser pulse. These publications also
show that, typically, when a greater IR power is applied
to the sample, a higher temperature is achieved at a
greater bulk depth. Therefore, we may conclude that in
the case of a stepped IR profile, we are observing a
sampling from greater and greater depths with each
increase in IR power. The signals all quickly decay, as
seen previously, because as the number of laser shots
increases, the sampling area becomes depleted in
weakly bound PAHs. Finally, in the third IR power
step, the increase in phenanthrene signal is not as
pronounced as the second step; this is most likely due to
the fact that the PAHs must desorb from a further depth
in order to be sampled.
The UV power is also well known to affect the type
and magnitude of observed signals in two-laser mass
spectrometry. As a result, a systematic study was under-
taken to examine the effect of the UV power on the signal
from several PAHs. Virtually identical results were
observed for all of the five PAHs examined. Figure 5 is
a plot of the UV power versus the integrated acenaph-
thene peak areas. The graph exhibits a linear relation-
ship between signal amplitude and laser energy at
energies below 80 J, however, at higher energies the
acenaphthene signal begins to level off (a line of best fit
has been added to the data to aid the reader). At pulse
energies higher than 100 J, fragmentation products
from the PAHs begin to appear in the mass spectra. This
would indicate that at high photon fluxes, the neutrals
are either absorbing three photons causing fragmenta-
Figure 3. Integrated pyrene peak areas versus 100s of laser shots
for a sample containing 10 moles of pyrene/gram of charcoal.
Each point represents the average of 100 mass spectra.
Figure 4. Integrated pyrene peak areas (filled diamond) and
measured IR intensity (filled square) versus 100s of laser shots for
a sample containing 10 moles pyrene/gram of charcoal. Each
point represents the average of 100 mass spectra.
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tion, or ions formed previously are absorbing a
photon to induce fragmentation. The relationship
between the signal intensity and UV energy is similar
to that observed by Zenobi’s group [32] and is
consistent with the theoretical treatment by Johnson
and Otis [47]. Briefly, the results can be explained if
one considers the processes involved in resonance
enhanced two-photon ionization. If the absorption
cross section at the excitation wavelength used is
identical for both the ground state and the excited
state of the molecule then one would expect to see a
quadratic dependence of the signal on the UV energy.
If, however, the absorption cross section at the exci-
tation wavelength was much greater for one state
than the other, a “rate determining step” would be
observed, and the signal would become linear with
UV intensity. This indeed is what was observed in the
case of all five PAHs examined. It is impossible to
know, for this experimental set-up, which absorption
process is rate determining. The important result
from this experiment is that it allows us to select the
region around 40 J/pulse as the optimum UV
laser energy for analytical determinations because the
signal/energy ratio in this region is linear and thus is
easily accounted for.
To be useful for analytical measurements, this
methodology should provide quantitative capability.
To evaluate this aspect, a series of standards of
known concentration were prepared covering the
concentration range 1 to 25 mol pyrene/gram of
charcoal. The result is plotted in Figure 6. This plot
exhibits a linear relationship between concentration
and observed signal with an R2 value of 0.99. The
error bars are based on measuring five replicates of
the same sample and are / 5%. It should be noted,
that this calibration curve demonstrates only the
linear response of the system and not the absolute
detection limits. This can be appreciated when one
considers that the magnitude of the peak area is a
function of both IR and UV laser energy as well as the
concentration of the analyte and the nature of the
matrix. As a result, the magnitude of the analyte
signal can be significantly changed for a given con-
centration by simply increasing the IR and UV power.
Calibration curves have been observed previously for
the two-laser technique, however, most have used an
internal standard to compensate for shot to shot
fluctuations in the laser energy [32, 48]. Regardless, a
useable calibration curve was obtained in this exper-
iment, which demonstrates that the technique is
useful for, at least, semi-quantitative analysis. For
precise quantitation the method of standard addi-
tions or an internal standard would, of course, pro-
duce the best results.
Selective Ion Accumulation
To demonstrate the ion traps unique capabilities, a
series of experiments were performed to evaluate the
possibility of selectively accumulating the results of
several laser shots. External waveforms were used to
isolate specific, low concentration species in the ion
trap. These species have then been pre-concentrated
in the gas phase by performing multiple laser shot/
SWIFT sequences while maintaining the RF voltage at
a steady “trapping level”. This procedure begins with
desorption and ionization laser shots, followed by a
short SWIFT pulse that is used to clear the trap of all
species but the low concentration analyte. Successive
laser shot/SWIFT pulse combinations are then used
to build up a strong analyte population in the ion
trap. Without the SWIFT pulses between laser shot
combinations, all species in the trap would build up
equally, and as a result the low intensity signal would
be swamped.
As a demonstration of this method, a charcoal sam-
ple was prepared which contained five PAHs: Ace-
napthelene, phenanthrene, pyrene, benzo(a)pyrene,
and coronene all at a concentration of approximately
25umol PAH/gram charcoal. A sixth PAH, chrysene,
was also spiked on this sample, at a concentration of
approximately 1 umol PAH/gram charcoal. An exam-
ple of a mass spectrum of this sample collected in the
normal manner is shown in the solid line in Figure 7.
The chrysene signal (228 m/z) is seen to be only slightly
Figure 5. Integrated acenaphthene peak areas versus measured
UV energy at a steady IR power for a sample containing 10 moles
of acenaphthene/gram of charcoal. Each point represents the
average of 100 mass spectra.
Figure 6. Integrated pyrene peak areas versus concentration of
pyrene samples. Each point represents the average of 100 mass
spectra.
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above the base line in this spectrum. The gray line in
Figure 7 shows a spectrum where seven laser shot/
SWIFT cycles were used to accumulate a large chrysene
ion population. In this spectrum, the chrysene signal is
now far above base line and easily quantifiable. This
process was examined for several laser/SWIFT cycles.
Figure 8 shows the average chrysene peak height (nor-
malized relative to a single laser cycle) as a function of
the number of cycles. This line has a slope of 0.9991 and
a R2 of 0.996 indicating that the build-up is very linear
and that successive laser shots do not interfere with the
trapped ions. This procedure could become analytically
useful in situations where low concentration species are
to be examined by MS/MS. Obviously, a signal
build-up like this would be impossible in a TOF MS.
SRM 1944 Analysis
The final sets of experiments were aimed at determin-
ing whether or not real solid samples could be analyzed
with the proposed protocol. To this end, a standard
reference material, SRM 1944 New York-New Jersey
River water sediment, was examined in a manner
identical to the determinations of the charcoal stan-
dards. The resulting spectrum produced with no sam-
ple pre-treatment is shown in Figure 9. This figure
shows the uncorrected mass spectral data that results
when a real sediment sample containing a series of
PAHs along with several other classes of contaminants
is analyzed. Table 1 shows a list of some of the PAH
compounds certified to exist in this sample and their
certified concentrations. It was beyond the scope of this
study to quantify and confirm the concentrations of all
the PAHs in this sample. Instead, this should simply be
accepted as a proof of concept to stimulate further
investigation. In the case of this experiment no real
secondary layer of selectivity, beyond optical selectiv-
ity, is required in the analysis of the spectra; however, it
would be a relatively trivial matter to perform SWIFT
isolation on selected mass peaks for further daughter
analysis and structural confirmation. This confirmation
of mass selected peaks is impossible with most conven-
tional two-laser systems because they all almost exclu-
sively use TOF mass spectrometers for analysis. Unfor-
tunately, the procedure as it currently exists, is
incapable of discriminating between many PAH iso-
mers. PAHs are one of a very small class of compounds
for which MS/MS is poor at distinguishing between
isomers because the isomers all have relatively similar
fragmentation spectra. As a result, future work will
focus on both demonstrating the MS/MS capability of
the system (detecting drug molecules on biological
matrices) and on PAH isomer discrimination using
wavelength specific photo fragmentation.
Figure 7. Two-laser mass spectrum of sample containing five PAHs (acenaphthene-154 Da, phenan-
threne-178 Da, pyrene-202 Da, benzo(a)pyrene-252 Da, coronene-300 Da) all of equivalent concentra-
tion (25 moles of PAH/gram charcoal) and with chrysene-228 Da an order of magnitude lower in
concentration (1 moles of PAH/gram charcoal). (Dark line) without gas phase pre-concentration.
(Light line) with gas phase pre-concentration.
Figure 8. Integrated chrysene peak areas averaged over 100 laser
shots and normalized with respect to one laser cycle versus
number of laser/SWIFT cycles.
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Conclusions
REMPI-ITMS can be effectively used to directly obtain
mass spectra for PAHs in soils and similar materials.
The REMPI method provides excellent selectivity for
the PAHs coupled with a very high ionization effi-
ciency. The ion trap was demonstrated to have many
advantages over traditional TOF instruments with re-
spect to two-laser analysis, however, a few problems
with ion traps remain unavoidable. Ion traps currently
have a lower mass resolution, accuracy, and range than
reflectron TOF’s. Consequently, future versions of this
instrument will be modified to include an ion trap/re-
TOF hybrid. While the samples examined here were
relatively high in concentration there is no reason to
believe that by simply increasing the laser power or
ionization time that sensitivity on par with other envi-
ronmental mass spectrometric methods couldn’t be
achieved. In the future we will investigate further
applications of this technique by expanding the scope of
sample types (e.g., biological samples) and analytes
(e.g., PCBs, drugs).
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